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Supplementary Figure S2. Analysis of MLPA electropherograms in GeneMarker. A. Run analysis options; B. Manual creation of the MLPA panel ; C. Data evaluation and 

creation of the intensity report. 

Use NONE panel at first; use 
your custom panel after it 
has been created 

Select MLPA analysis 
type and chose options 

Turn off the quality control based on 
MRC Holland commercial probes 

Based on the representative set of samples create 
the panel: click on the individual peak with the right 
mouse button and select “Insert allele” from the 
pop-up menu.  

Select “1” for 
normalization controls  

Evaluate the raw and processed data for the 
presence of additional peaks,  signal slope, 
electrophoresis baseline, size standard peak 
positions etc. 

Configure the report layout and 
copy the results 


